CONG TY CO PHAN CAP THOAT NUGC LAM DONG

LAM DONG WATER SUPPLY & SEWERAGEJSC S ~>—_~

PHONG LAB HOA LY VA SINH HQC - PHONG K

LABORATORY OF PHYSICAL CHEMISTRY & BI
TECHNICAL DEPARTMENT

Pia chi: 50 Hing Vuong - Phudng 9 - Pa Lat - Lam DPdng
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VLAT 1.0450
ISO/IEC 17025:2017

5. Tén méu / Sample name:

: CONG TY

CO PH AN PHIEU KET QUA THU NGHIEM
ANALYSIS REPORT
S6 /No:

3 A
Nudc an uobng

Nha may nuéc Da Lat
Pudng Ankoret - Huyén Lac Duong

M3u nuée tram Pankia

22N030

4. S6 miu: 01

6. Ngay nhan miu / Sample received date: 04/07/2022
7. Ngay tra két qua / Result issued date: 11/07/2022
8. Luu miu / Storage 0 C6/Yes [EKhong/No
9. Két qua / Results :
GIOI HAN : >
- : KET QUA
STT TEN CHi TIEU DEN Y] |[ELEAnEHD Results PHUONG PHAP
TINH PHEP
No Items Unit Maxi Method
o a{un'mm Tram Pankia
limit
o i HDPP.10
1 |Mauséc/ Col
R (TCU) 15 : Ref. SMEWW 23rd 2120C
2 |Muivi/ Odor and taste - Khong Khéng c¢6 mui, vi la Cam quan
3 |Po duc/ Turbidity NTU 2 0.41 HDPP.09
4 |pH® - 6.0-8.5 6.49 HDPP.01
5 e ; ™ : HDPP.02
bj cing ( tinh theo CaCO;) / Hardness mg/l 300 8.20 Ref. SMEWW 23rd 2340C
HDPP.03
6  |[Ham lugng Clorua/(Cl") ™ mg/1 250 4.83
e (L) ¢ Ref. SMEWW 23rd 4500 CI' B
Ham lugng sit tong sb HDPP.04
7 g 1 ; . ’
(Fe®* +Fe™*)/ Total Iron ™ Mg o Shed Ref.SMEWW 23rd 3500-Fe.B
, ) ; HDPP.05
8  |Ham lugng Nitrat/ (NO ;™ -N) ¥ 2 0.344
B Igng Xltcat./ (N Oy ™<0) i Ref. TCVN 6180:1996
. . KPH HDPP.06
9  |Ham lugng Nitrit/ (NO, -N) ¥ 1 0.05
Rt hegg N/ (NG 2 =) me/ (LOD =0.001) Ref. SMEWW 23rd 4500 NO,.B
HDPP.07
10  [Ham lugng Sulfat/ (S0 ,*) 1 250 9.32
e fugug Buliat / (30, e Ref. SMEWW 23rd 4500 SO,>.E
Chi s6 Pecmanganat / HDPP.08
11 1 ; :
Pecmanganat ~ o 2 0.23 Ref.TCVN 6186:1996
12 |Clo du/ Residual Clorine mg/l 02-1.0 0.60 Hach 8021




CONG TY CO PHAN CAP THOAT NUGC LAM DONG !y,
LAM DONG WATER SUPPLY & SEWERAGEJSC &

7,
v b
PHONG LAB HOA LY VA SINH HQC - PHONG K g
LABORATORY OF PHYSICAL CHEMISTRY & BI(%% AOSC
TECHNICAL DEPARTMENT (P et

_ g o VLAT 1.0450
bia chi: 50 Hing Vuong - Phuong 9 - Pa Lat - Ldm Dong /i1l ISO/IEC 17025:2017
GIOI HAN KET QUA
STT TEN CHi TIEU RONY] |TOLWA CHO Results PHUONG PHAP
TINH PHEP
No Items Unit Maximum Method
.y Tram Dankia
limit
Coliform tong s6 /
13 CFU/100ml <3 <1 TCVN 6187-1:
Total Coliform ) " CVN 6187-1:2019
E.coli
14 CFU/100ml <l <1 TCVN 6187-1:2019

Ghi chii: - KPH: Khong phat higén

- Két qua phan tich chi ¢6 gia trj tai thoi diém kiém nghiém.

- Chét lugng nude duge danh gia theo QCVN 01: 2018/BYT - Quy chuén k¥ thuat quéc gia vé chit lugng nude in udng, theo théng tur s6
41/2018/TT-BYT ngy 14/12/2018 cia B truong B Y Té.

- Chi tiéu dugc chimg nhan VLAT
Nhdn xét
- MAu nuéc ¢6 cac chi tiéu dat tiéu chuén tai thoi diém kiém nghiém.

TRUONG LAB PHONG KY 'l‘l-IUAT

T Wk 7

L& Thi T6 Loan Ha Ngoc Qué




CONG TY CO PHAN CAP THOAT NUGC LAM PONG

g,

N \_\_// 7,
LAM DONG WATER SUPPLY & SEWERAGE JSC SN
PHONG LAB HOA LY VA SINH HQC - PHONG KV Tm;
LABORATORY OF PHYSICAL CHEMISTRY & BIOLO <  AOSC
TECHNICAL DEPARTMENT B iyl
bia chi: 50 Hing Vuong - Phuong 9 - Pa Lat - Lam Dong Duly N ISO/IEC 17025:2017
CONG TY ] o
c& PHAN PHIEU KET QUA THU NGHIEM
ANALYSIS REPORT
S6 /No: 22N030
1. Khich Nha may nwéc Pa Lat
2. Dia chi/ Dudng Ankoret - Huyén Lac Duong
3. Logi miu Nugcnudng 4. S6 mAu: 03
5. Tén miu / Sa Mau 1: Méu nude be Tung Lam
Mau 2: Méu nudc giira tuyén bé Tung Lim
Tén hd: Nha xe Minh Phuong
Dia chi: 115 Pankia - P7 - TP Pa Lat
Mau 3: Méu nurde cudi tuyén bé Ting Lam
Tén h{: Nha Hang Diing Loan
bija chi: 31B LangBian - TT Lac Duong
6. Ngay nhin miu / Sample received date: 04/07/2022
7. Ngay tra két qua / Result issued date: 11/07/2022
8. Luu méu / Storage [0 C6/ Yes X Khong/ No
9, Két qui / Results :
GIOI KET QUA
o pon vy |HAN TOI Results )
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items Unit PHEP Method
Maximum| oz Miiu 2 Miu 3
limit
: HDPP.10
1 |Mau sic/ Col TCU 15 3
SERL L () ¢ 2 Ref. SMEWW 23rd 2120C
2 |Mui vi / Odor and taste . Kiigng | SH0N8 RO, | Khibng o6 mi; | Khitng &8, Cém quan
vila vila vila
3 |Po duc/ Turbidity ™ NTU 2 0.64 0.35 0.50 HDPP.09
4 [pH® - 6.0-8.5 6.91 6.65 6.82 HDPP.01
D¢ cing ( tinh theo CaCOs) / HDPP.02
5 mg/l 300 11.93 9.90 11. :
Hardness ) g/ 4 Ref. SMEWW 23rd 2340C
HDPP.03
6 5™ mg/l 250 5.21 5.21 5.79
Fibeu g Dloets (L) ¢ Ref. SMEWW 23rd 4500 CI'.B
Ham lugng sét tong sb HDPP.04
- . < 0. 1 £
! (Fe** + Fe*) / Total Iron mg/l e 0.0 01031 BGe3 Ref. SMEWW 23rd 3500-Fe.B
. ) HDPP.05
8 -N) ™ | 2 ; 254 !
Ham lugng Nitrat / (NO ;”-N) mg/ 0.330 0.25 0.317 e DOV E B IRD 996
. KPH KPH HDPP.06
9 itri -N) 1 0.05 <0.0
His oo Nitvie/ (NG5 <) mg/ 03 | (LoD =0.001)| (LOD=0.001)| RefSMEWW 23rd 4500 NO,-B
10 [Ham lwong Sulfat/ (SO ) mg/l 250 8.86 10.63 9.25 HPERL]
el ‘ ' ' ' Ref SMEWW 23rd 4500 SO,2.E
Chi s6 Pecmanganat / HDPP.08
e Pecmanganat mg/l 2 i 021 = Ref. TCVN 6186:1996
12 |Clo du / Residual Clorine mg/l 0.2-1.0 0.50 0.40 0.35 Hach 8021




CONG TY CO PHAN CAP THOAT NUUC LAM BONG SXAAS

@ LAM DONG WATER SUPPLY & SEWERAGE JSC 9\‘\,__\—_:/_,/’;_’:
PHONG LAB HOA LY VA SINH HOC - PHONG KY MQ

LABORATORY OF PHYSICAL CHEMISTRY & BIOL A8

= TECHNICAL DEPARTMENT RN VLAT 1.0450
Dia chi: 50 Hing Vuong - Phudng 9 - Da Lat - Lim Déng ~/fulul ISONEC 17025:2017
GIOI KET QUA
PON VI HAN TO! Results
STT TEN CHI TIEU Theat PA CHO PHUONG PHAP
No Items Unit PHEP Method
M”If“"f“m Miu 1 Miu 2 Miu3
imit
Coliform tdng s6 /
13 CFU/M00mI| <3 <1 <1 <1 TCVN 6187-1:2019
Total Coliform ™
E.coli ™
14 CFU/100mI|  <I <1 <1 <1 TCVN 6187-1:2019

th'chai: - KPH: Khong phat hién ) .

- Két qua phén tich chi c6 gia trj tai thoi diém kiém nghi¢m.

- Chit lugng nu6e duge danh gid theo QCVN 01: 2018/BYT - Quy chudn ky thudt quéc gia vé chat lugng nudc &n ubng, theo thong tw s§ 41/2018/TT-BYT
ngay 14/12/2018 ciia Bj truong By Y Té.

- Chi tiéu dugc chimg nhan VLAT

Nhdn xét

- MAu 1: c6 c4c chi tiéu dat tiéu chuén tai thdi diém kiém nghiém.

- MAu 2: ¢6 céc chi tiéu dat tiéu chufn tai thoi diém kiém nghiém.

- MAu 3: ¢6 cAc chi tiéu dat tiéu chudn tai thi diém kiém nghiém.

TRUONG LAB PHONG KY THUW
e 0 V(A
/ ‘ -

L& Thj T6 Loan Ha Ngoc Qué



CONG TY CO PHAN CAP THOAT NUGC LAM PONG ey,
LAM DONG WATER SUPPLY & SEWERAGE JSC % &

PHONG LAB HOA LY VA SINH HQC - PHONG KY TH

2
Al »
5

&

AOSC &

) {

LABORATORY OF PHYSICAL CHEMISTRY & BIOL
TECHNICAL DEPARTMENT : % ¥ VLAT 1.0450
Dia chi: 50 Hung Vuong - Phudmg 9 - PaLat - Lam Pong ™/, | ™ ISO/IEC 17025:2017

CONG 1Y

cA PHAN PHIEU KET QUA THU NGHIEM
CKP THOAT NuGe ANALYSIS REPORT .
% 2 So /Ne: 22N030
1. /MG /. Nha méy nuée Da Lat
2. 3 Puong Ankoret - Huyén Lac Duong
3. Nudc &n udng i 4. S6 miu: 03
5. Tén miu / Sa Mau 1: Mu nuéc bé Rexime
Méu 2: Miu nudc gitra tuyén bé Rexime
Tén hd: Truong tiéu hoc Poan Thj Biém
Dia chi: S6 02 Nam Ky Khdi Nghia -P1 -Da Lat
Miu 3: Mau nudc cudi tuyén bé Rexime
Tén ho: D3 Biru
Dia chi: 72 C6 Loa
6. Ngay nhan miu / Sample received date: 04/07/2022
7. Ngaty tra két qua / Result issued date: 11/07/2022
8. Luu miu / Storage 0] Cé/Yes [ Khong/No
9. Két qua / Results :
GIOI
ponvi [HAN TOI KET QUA
STT TEN CHI TIEU Ting | PA CHO Results PHUONG PHAP
No Items ik PHEP Method
Maximum Miu 1 Miu 2 Miu 3
limit
. HDPP.10
1 / T
Mau sic / Color (TCU) 15 0 0 3 Ref SMEWW 23rd 2120C
o |Miit vi7 O diid st A Khéng Khong‘cé mii, Khong. ¢ mui, Khong.cé mui, Caiii quan
vila vila vila
3 |P¢ duc/ Turbidity NTU 2 0.37 0.49 1.69 HDPP.09
4 [pH® - 6.0-8.5 6.78 6.89 6.26 HDPP.01
P cimng ( tinh theo CaCO;) / HDPP.02
5 1 300 10.60 11.80 10.77 ;
Hardness mg/ Ref. SMEWW 23rd 2340C
HDPP.03
6 [Ham lugng Clorua/ (C1™) ™ mg/l 250 4.93 5.24 4.14
ong (cr) ¢ Ref. SMEWW 23rd 4500 CI.B
Ham lrgng sit tong sb HDPP.04
7 1 0.3 0.051 093 ; ;
(Fe** + Fe*")/ Total Iron mg/ i s Ref. SMEWW 23rd 3500-Fe.B
y s HDPP.05
8 |Haml -N) @ 1 2 2 254 ’
ugng Nitrat / (NO ;" -N) mg/ 0.206 0.25 0.450 Ref. TCVN 6180:1996
KPH KPH HDPP.06
9 |Ham lugng Nitric/ (NO, -N) mg/l 0.05 <0.003
YOl DGO N Gt ¢ (LOD =0.001) | (LOD = 0.001) Ref. SMEWW 23rd 4500 NO,.B
HDPP.07
10 |Ham | Sulfat/ (S0 ,*) ™ mg/l 250 <4.] 6.10 8.37 "
MR ULLAL (80, ¢ ¢ Ref. SMEWW 23rd 4500 SO,>.E
Chi s6 Pecmanganat / HDPP.08
11 1 2 0.14 22 : :
Pecmanganat b 4 = Ref TCVN 6186:1996
12 |Clo dir / Residual Clorine mg/l 02-1.0 0.40 0.30 0.20 Hach 8021




CONG TY CO PHAN CAP THOATNUGCLAMBPONG ‘@ G,
LAM DONG WATER SUPPLY & SEWERAGE JSC O - F 5
PHONG LAB HOA LY VA SINH HQC - PHONG K A Q .
LABORATORY OF PHYSICAL CHEMISTRY & BIO AOSC
TECHNICAL DEPARTMENT _ .,W/;\\\o\, VLAT 1.0450
Dia chi: 50 Hing Vuong - Phudng 9 - Ba Lat - Ldm DPong  /i:lu\v ISO/IEC 17025:2017
GIOI
) o ponvy |HEAN TOI1 KET QUA ]
STT TEN CHI TIEU Ting | PACHO Results PHUONG PHAP
No Items Unit PHEP Method
Maximum Miu 1 Maiu 2 Miu 3
' limit
13 g::;ﬁog:l;':i - CFU/100mI| <3 <1 <1 <1 TCVN 6187-1:2019
E.coli
14 CFU/100ml| <1 <1 <1 <1 TCVN 6187-1:2019

Ghi chu: - KPH: Khong phét hién
- Két qua phén tich chi c6 gia trj tai thi diém kiém nghiém.
- Chét Ivgng nude dirge danh gia theo QCVN 01: 2018/BYT - Quy chuén k¥ thudt quic gia vé chit lugng nude in udng, theo thong tur s 41/2018/TT-
BYT ngay 14/12/2018 ciia B truong By Y Té.
- Chi tiéu dugc chimg nhan VLAT
Nhin xét
- Mu 1: ¢6 céc chi tiéu dat tiéu chuén tai thoi diém kiém nghiém.
- Méu 2: ¢6 céc chi tiéu dat tiéu chudn tai thoi diém kiém nghiém.
- Méu 3: ¢6 céc chi tidu dat tiéu chudn tai thii diém kiém nghiém.

TRUONG LAB PHONG KY THUAT
T WW/‘Z
L& Thi T5 Loan

Ha Nggc Qué
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CONG TY CO PHAN CAP THOAT NUGC LAM DPONG %

'LAM DONG WATER SUPPLY & SEWERAGE JSC & \\:_//4; g O
PHONG LAB HOA LY VA SINH HQC - PHONG KY A = Q
LABORATORY OF PHYSICAL CHEMISTRY & BIOLOS = AOSC &¥
TECHNICAL DEPARTMENT M VLAT 1.0450
Dia chi: 50 Hing Viwrong - Phudmg 9 - Da Lat - Lim Déng KU ISO/IEC 17025:2017
PHIEU KET QUA THU NGHIEM
ANALYSIS REPORT
S6 /No: 22N030
Nha mdy nuwéc Da Lat
Dudng Ankoret - Huyén Lac Duong
Nuéc an udng ) ) 4. S6 miu: 03
Mu 1: Méu nuée bé Cao Thing )
Mau 2: Mau nudc gitra tuyeén bé Cao Thing
Tén hd: Tram Bom XLNT -Bénh vién Pa Khoa
Dia chi: Nha s§ 17 Bénh vign DaKhoa
Méu 3: Méu nuéc cubi tuyén bé Cao Thing
Tén hd: Nguyén Thi Vuong ( SPT: 0908020110)
Dia chi: 50-54 L& Lai
6. Ngay nhan miu / Sample received date: 04/07/2022
7. Ngdy tra két qua / Result issued date: 11/07/2022
8. Luru miu / Storage 0 C6/ Yes [ Khong/No
9. Két qua / Results:
GIOI KET QUA
. poN vy | HANTOI Results )
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items G PHEP Method
Ma?:m‘mm Miu 1 Méiu 2 Miu 3
limit
3 HDPP.10
1 |Mau sac/ Color (TCU) 15 0 0 0 Ref SMEWW 23rd 2120C
2 Mui vi/ Odor and taste - Khong | Kone 6 mui, | Khong c6 mdi, | Khong c6 md, Cam quan
vila vila vila
3 |P¢ duc/ Turbidity NTU 2 0.21 0.33 0.21 HDPP.09
4 |pH® - 6.0-8.5 7.31 7.19 7.04 HDPP.01
D{ cing ( tinh theo CaCO;) / HDPP.02
5 " 1 300 15.30 14.40 14.50 )
Hardness ™ - Ref SMEWW 23rd 2340C
HDPP.03
6 |Haml Clorua/(Cl™) ™ mg/l 250 6.07 5.07 5.07
Himg Clarad () ¢ Ref.SMEWW 23rd 4500 CI.B
Ham lugng sit tong s6 HDPP.04
7 . 0.3 <0. <0.0 i
(Fe** + Fe*) / Total Iron ™ gl 093 5 oG Ref. SMEWW 23rd 3500-Fe.B
, ; HDPP.05
8 -N) ’; 1 ; ;
Ham legng Nitrat / (NO ;"-N) mg/l 0.163 0.265 0.211 e OO B 18065
KPH KPH HDPP.06
9 |Ham lugng Nitric / (NO,™-N) ™ 1 0.05 <0.003
g Alire (N0 o o (LOD = 0.001) | (LOD = 0.001) Ref.SMEWW 23rd 4500 NO; B
HDPP.07
10 |Ham1 &y 0) 250 6.69 7.38 7.48 3
g Sulfae {50, e Ref. SMEWW 23rd 4500 SO, E
Chi sb Pecmanganat / HDPP.08
11 | 2 2 24 16
Pecmanganat gy 125 0 . Ref. TCVN 6186:1996
12 |Clo du / Residual Clorine mg/l 02-1.0 0.40 0.30 0.20 Hach 8021




a * " v -~ ALl T
CONG TY CO PHAN CAP THOAT NUGC LAM DONG & Wy,

LAM DONG WATER SUPPLY & SEWERAGE JSC :\ \____/ = s )
PHONG LAB HOA LY VA SINH HOC - PHONG KV A A j .
LABORATORY OF PHYSICAL CHEMISTRY & BIOL s AOSC %3
o TECHNICAL DEPARTMENT N S &F 4 DABD
Pia chi: 50 Hung Virong - Phudmg 9 - Pa Lat - Lam DPéng Draly W ISO/IEC 17025:2017
GIOT KET QUA
n 5, A DPON VI HANTOI Results :
STT TEN CHi TIEU Ting | PA CHO PHUONG PHAP
No Items Tt PHEP Method
e Miu2 Miu 3
limit
Coliform téng sb /
gy [ e CFU/M00mI| <3 <1 <1 <1 TCVN 6187-1:2019
Total Coliform
E.coli 7 _
14 CFU/100ml| <1 <1 <1 <1 TCVN 6187-1:2019

Ghi chii: - KPH: Khéng phét hién ) )

- Két qua phén tich chi c6 gi4 trj tai thoi diém kiém nghiém.

- Chit lugng nu¢e dugc danh gia theo QCVN 01: 2018/BYT - Quy chuén ky thuat quéc gia vé chét lvgng nude an udng, theo thong tur sb 41/2018/TT-
BYT ngay 14/12/2018 ciia B trwong By Y TéE.

- Chi tiéu dugc chimg nhin VLAT

Nhdn xét

- MAu 1: ¢6 céc chi tiéu dat tiéu chudn tai thai diém kiém nghiém.

- Méu 2: ¢6 céc chi tidu dat tiéu chufn tai thoi diém kiém nghiém.

- Méu 3: ¢6 céc chi tidu dat tiéu chufn tai thoi diém kiém nghiém.

TRUONG LAB PHONG KY THUAT

’Wﬁ% ] 4/@7/%

L& Thi T6 Loan Ha Ngoc Qué
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CONG TY CO PHAN CAP THOAT NUGC LAM BONG R

LAM DONG WATER SUPPLY & SEWERAGE JSC :*\__\:/__/33 &y @
PHONG LAB HOA LY VA SINH HQC - PHONG KY A - : QA =
LABORATORY OF PHYSICAL CHEMISTRY & BIOLGt = AQOSC @&
TECHNICAL DEPARTMENT T S VLAT 1.0450
Dia chi: 50 Hing Vuong - Phuong 9 - Pa Lat - Lam Dong Doty N ISO/IEC 17025:2017
PHIEU KET QUA THU NGHIEM
ANALYSIS REPORT
S6 /No: 22N030

Nha may nudédc Pa Lat

DPudng Ankoret - Huyén Lac Duong

Nurde &n ubng 4. S6 miu: 03
Mu 1: Méu nuéc bé Van Thanh

M4u 2: Mau nudc giira tuyén bé Van Thanh

Tén ho: V6 Dinh Trai

bia chi: 20C Van Thanh - 1

Mau 3: Méu nude cudi tuyén bé Van Thanh

Tén ho: Trén Thj Lan ( MKH: 173078)

Pia chi: 10 Huyén Tran Céng Chiia

6. Ngay nhén miu / Sample received date: 04/07/2022
7. Ngay tra két qua / Result issued date: 11/07/2022
8. Luu miu / Storage 0 C6/ Yes [X Khong/No
9. Két qui / Results :
GIOI KET QUA
PON V] HAN TOI Results
STT TEN CHIi TIEU Ting | PA CHO PHUONG PHAP
No Items m— PHEP Method
Maximwm|  orq Miu 2 Miu 3
limit
: HDPP.10
1 |Mau she / Color (TCU) 15 0 3 3 Ref. SMEWW 23rd 2120C
2 |Mui vi/ Odor and taste ) Khong Khﬁng'cé mui, Khong c6 mui, K.hong'cé mili, Cémrquen
vj la vi la vila
3 |Po duc/ Turbidity ™ NTU 2 0.39 0.61 0.40 HDPP.09
4 |pH® = 6.0-8.5 6.58 6.61 6.62 HDPP.01
B¢ cing ( tinh theo CaCO;) / HDPP.02
5 1 300 10.70 9.03 f :
Hardness & mg/ 9.00 Ref. SMEWW 23rd 2340C
v HDPP.03
6 |Ham lugng Clorua/(Cl™) mg/l 250 426 4.00 436
ong Clorua/ (C1') ¢ Ref SMEWW 23rd 4500 CI' B
Ham lrong sit tdng sb HDPP.04
7 p 1 0.3 i 1 i :
(Fe** + Fe*") / Total Iron mg) it .108 o Ref. SMEWW 23rd 3500-Fe.B
; g HDPP.05
8 [Ham| Nitrat / (NO ;" -N) ™ 1 2 0.417 0312 0.
NOg et/ (NC I g 24 Ref. TCVN 6180:1996
o - KPH HDPP.06
9 |Ham1 Nitric/ (NO,-N) ™ mg/l 0.05 <0.003 <0.003
am lugng Nitric / (NO,™-N) g/ (LOD=0.001)| Ref. SMEWW 23rd 4500 NO,".B
- HDPP.07
10 [Ham1 Sulfat/ (S0 ,*) ™ 1 250 10.17 9.55 10.14
g Sulcti, (oEY mg/ o Ref. SMEWW 23rd 4500 SO,>.E
Chi s6 Pecmanganat / HDPP.08
11 1 2 0.1 ; : :
Pecmanganat ing 8 023 0.22 Ref. TCVN 6186:1996
12 |Clo du / Residual Clorine mg/l 02-1.0 0.30 0.30 0.30 Hach 8021




)

5 % . - 13 9ekdl BT .07
CONG TY CO PHAN CAP THOAT NUGUC LAM PONG \\‘\‘\\h_/// %

LAM DONG WATER SUPPLY & SEWERAGE JSC ‘“\\-._\“r’/./;i
PHONG LAB HOA LY VA SINH HQC - PHONG KY A 55‘5@
LABORATORY OF PHYSICAL CHEMISTRY & BIOLO! I AOSC
TECHNICAL DEPARTMENT YT VLAT 1.0450
Dja chi: 50 Hung Vuong - Phuong 9 - Pa Lat - Lam Déng ~ "/nln\® ISO/EC 17025:2017
GIOI KET QUA
- _— PON VI HAN TOI Results .
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items Ualt PHEP Method
MG ol Miu 2 Miu 3
limit
liform tdng sb /
] i CFU/I00mI| <3 <1 <1 <1 TCVN 6187-1:2019
Total Coliform
E.coli ™
14 CFU/100ml| <1 <1 <1 <1 TCVN 6187-1:2019

Ghi chii: - KPH: Khong phat hién

- Két qua phan tich chi c6 gié trj tai thoi diém kiém nghigm.

- Chit lugng nude duge dénh gid theo QCVN 01: 2018/BYT - Quy chuén k¥ thuat qudc gia vé chét lugng nude in udng, theo thong tr 56 41/2018/TT-
BYT ngay 14/12/2018 ciia B§ truémg By Y Té.

- Chi tiéu duge chimg nhin VLAT

Nhén xét

- Méu 1: c6 céc chi tiéu dat tiéu chuén tai thai diém kiém nghiém.

- Méu 2: ¢6 céc chi tiéu dat tiéu chudn tai thoi diém kiém nghiém.

- Méu 3: ¢6 céc chi tiéu dat tidu chudn tai thoi diém kiém nghiém.

TRUONG LAB PHONG KY THUAT

T WW”//

L& Thi T6 Loan Ha Ngoc Qué



CONG TY CO PHAN CAP THOAT NUGC LAM BONG

LAM DONG WATER SUPPLY & SEWERAGE JSC

SN2

R N o
Soo=r

PHONG LAB HOA LY VA SINH HQC - PHONG KY T
LABORATORY OF PHYSICAL CHEMISTRY & BIOLOG]

v,

N

\\“\

l’,f.ll

VLAT 1.0450

TECHNICAL DEPARTMENT TR
bia chi: 50 Hing Vuong - Phuong 9 - Pa Lat - Ldm Dong M ISO/EC 17025:2017
9/ CONGTY PHIEU KET QUA THU NGHIEM
CO PHAN ANALYSIS REPORT
S6 /No: 22N030
Nha may nudc Pa Lat
DBudmg Ankoret - Huyén Lac Duong
Nude an ubng ) 4. S6 miu: 03
Méu 1: Miu nuée bé Calipso
Mau 2: Mau nudc gilra tuyén bé Calipso
Tén ho: Nha nghi ST Bong Tam
Dija chi: 12A Pong Tam
M4u 3: Mau nurée cubi tuyén bé Calipso
Tén ho: Vii Van Pinh (MKH: 107192)
DPja chi: 37D An Son - I
6. Ngay nhan miu / Sample received date: 04/07/2022
7. Ngay tra két qua / Result issued date: 11/07/2022
8. Luu miu / Storage 0 C6/ Yes X Khong/ No
9. Két qua / Results :
GIOI KET QUA
- < ~ BON vl HAN TOI ReSl.lltS e
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items Unit PHEP Method
Maximum| 2 Miu 2 Miu 3
limit
; HDPP.10
1 |Mau sic/ Color (TCU) 15 7 3 0 ReEEMEW 235 51560
2 |Mii vi/ Odor and taste ) Khéng Khﬁng. cO mui, Khﬁng' c6 mui, Khong. ¢6 mui, i
vila vila vila
3 |Pp duc/ Turbidity NTU 2 0.74 0.46 0.27 HDPP.09
4 |pH® - 6.0-8.5 6.71 6.87 6.89 HDPP.01
D§ cimg ( tinh theo CaCO;) / HDPP.02
5 diasy ™ mg/l 300 12.00 11.50 20.30 SR AT
HDPP.03
6 )™ 1 250 4.79 5.57 7.45
Hifon licgug Cloaa / (€1°) g Ref. SMEWW 23rd 4500 CI.B
Ham lugng sét tdng sé HDPP.04
7 mg/l 0.3 0.057 0.075 0.081 '
(Fe** + Fe*") / Total Iron ™ ¢ Ref SMEWW 23rd 3500-Fe.B
. ; HDPP.05
)
8 |Ham lwong Nitrat / (NO ;-N) mg/l 2 0.410 0.215 0.156 Ref. TCVN 6180:1996
KPH KPH KPH HDPP.06
9 itri N 1 0.05
Elaen luong Nitgic f (N@; "N g (LOD =0.001) | (LOD =0.001) | (LOD=0.001)| Ref.SMEWW 23rd 4500 NO, B
10 |Ham | Sulfat/ (S0 ,*) mg/l 250 10.14 10.33 16.24 i
Hgg BUllt/(504") : : : Ref.SMEWW 23rd 4500 SO,>.E
Chi s6 Pecmanganat / HDPP.08
i Pecmanganat * mg/l 8 026 0.24 028 Ref. TCVN 6186:1996
12 |Clo dw / Residual Clorine mg/l 0.2-1.0 0.30 0.30 0.20 Hach 8021




CONG TY CO PHAN CAP THOAT NUGC LAM PONG \\‘U’ﬂ?

@ LAM DONG WATER SUPPLY & SEWERAGE JSC \\_\__;_///,
PHONG LAB HOA LY VA SINH HQC - PHONG KY A A
" LABORATORY OF PHYSICAL CHEMISTRY & BIOL S b
WRCO TECHNICAL DEPARTMENT ',, /,:.\\ & VLAT 1.0450
Dija chi: 50 Hing Vuong - Phudmg 9 - Pa Lat - Lam Dong Dty N ISO/IEC 17025:2017
GIOI KET QUA
DPON VI HAN TOI Results
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items Unit PHEP Method
Ma{un:lum Mau 1 Miu 2 Miu 3
limit
. 2 A /
p |COLII G0 CFU/M00mI| <3 <1 <1 <1 TCVN 6187-1:2019
Total Coliform
E.coli
14 CFU/100ml| <1 <1 <1 <1 TCVN 6187-1:2019

Ghi chii: - KPH: Khong phat hién

-Két qua phan tich chi c6 gia trj tai thoi diém kiém nghiém.

- Chét lugng nuée duge danh gid theo QCVN 01: 2018/BYT - Quy chuan ky thuat quéc gia vé chét lugng nudc in udng, theo thng tir s6 41/2018/TT-
BYT ngay 14/12/2018 ciia B§ truémg Bo Y Té.

- Chi tiéu duge chimg nhan VLAT

Nhén xét

- MAu 1: ¢6 céc chi tiéu dat tidu chudn tai thoi diém kiém nghiém.

- MAu 2: ¢6 céc chi tidu dat tidu chuén tai thoi diém kiém nghiém.

- MAu 3: ¢6 céc chi tiéu dat tidu chudn tai thoi diém kiém nghiém.

TRUONG LAB PHONG KY THUAT

%’" 9/ //;@ﬂ/%

L& Thi T6 Loan Ha Ngoc Qué



CONG TY CO PHAN CAP THOAT NUGC LAM DONG oL 1%,
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LAM DONG WATER SUPPLY & SEWERAGE JSC B, G
PHONG LAB HOA LY VA SINH HQC - PHONG KY THEA Q@ .
LABORATORY OF PHYSICAL CHEMISTRY & BIOLOG AOSC &
TECHNICAL DEPARTMENT T~ VLAT 1.0450
ISO/IEC 17025:2017
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COPHAN %o\ PHIEU KET QUA THU NGHIEM
CAP THOAT NUGC) * | ANALYSIS REPORT

Nha may nuéc Pa Lat

Pudng Ankoret - Huyén Lac Duong

Nude an ubng 4. S6 miu: 03
Mau 1: Mau nurée bé Dinh I

Mau 2: MAu nuéc giiva tuyén bé Dinh I

Tén ho: Lién Poan Lao Pdng tinh Lim Ddng

Dja chi: 59 Quang Trung - P9 - D4 Lat

Mau 3: Mau nuée cudi tuyén bé Dinh I

Tén ho: Lé TAn Thanh Vi (MKH: 103358)

Dija chi: 9/1 Lir Gia

S6 /No: 22N030

6. Ngay nhén miu / Sample received date: 04/07/2022
7. Ngay tra két qua / Result issued date: 11/07/2022
8. Luu miu / Storage 00 C6/Yes [X Khong/No
9, Két qui / Results :
GIOI KET QUA
R . = DON Vl I{AN Tol Results ;
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items Usik PHEP Method
Mazun.lum Miu 1 MAu 2 Miu 3
limit
; HDPP.10
1 |Mau séc/ Color (TCU) 15 0 3 7 REESMETW 2351 21200
2 |Mui vi/ Odor and taste : Khong | KPOne c6 mui, | Khong c6 mui, | Khong c6 mui, Cam quan
vila vila vila
3 |Po duc/ Turbidity NTU 2 0.38 0.60 0.50 HDPP.09
4 [pH® - 6.0-8.5 7.35 7.40 7.32 HDPP.01
b§ cing ( tinh theo CaCO;) / HDPP.02
> Hardness - S i 1550 1500 Ref. SMEWW 23rd 2340C
HDPP.03
6 R | 250 6.29 5.64 5.79
Fin Tugng Cler /(G oy Ref.SMEWW 23rd 4500 CI".B
Ham lrgng sét tong sb HDPP.04
" 1 A <0. <0. i
! (Fe** + Fe*) / Total Iron ™ mg/ i s 0.05 e Ref. SMEWW 23rd 3500-Fe.B
. HDPP.05
. - ™)
8 |Ham lwong Nitrat / (NO ;™-N) mg/1 2 0.292 0.326 0.120 AP
. KPH KPH HDPP.06
itri N ™ 1 0.05 <0.
9 |Ham lugng Nitric/ (NO,"-N) g (LOD =0.001) | (LOD =0.001) 0003 | Ref.SMEWW 23rd 4500 NO,B
10 |Ham lugng Sulfat/ (S0 ,*) ™ mg/l 250 <4.1 4.92 .72 s
Rgig Sulfat /(50 ) : : ' Ref. SMEWW 23rd 4500 SO,*.E
Chi sb Pecmanganat / HDPP.08
] ; . ;
. Pecmanganat mg/ 2 vag L oy Ref. TCVN 6186:1996
12 |Clo du / Residual Clorine mg/l 02-1.0 0.40 0.30 0.20 Hach 8021




CONG TY CO PHAN CAP THOAT NUGC LAM DONG e,
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LAM DONG WATER SUPPLY & SEWERAGE JSC S o z
PHONG LAB HOA LY VA SINH HQC - PHONG KV %%&

AOSC ¥

LABORATORY OF PHYSICAL CHEMISTRY & BIOL A
TECHNICAL DEPARTMENT “ //'R\\? VLAT 1.0450
Dia chi: 50 Hing Vuong - Phudmg 9 - Pa Lat - Lam Dong ”'u’..l..\\\ ISO/IEC 17025:2017
GIOI KET QUA
PON VI HANTOI Results
STT TEN CHI TIEU Ting | PA CHO PHUONG PHAP
No Items iid PHEP Method
Maximum| vz Miu 2 Miu 3
limit
Coliform téng sb /
TE N CFU/100mI| <3 <1 <1 <1 TCVN 6187-1:2019
Total Coliform
E.coli ™
14 CFU/100ml| <1 <1 <1 <1 TCVN 6187-1:2019

Ghi chii: - KPH: Khéng phat hién

- Két qua phan tich chi ¢6 gid trj tai thoi diém kiém nghiém.

- Chét lugng nudc dugc dénh gia theo QCVN 01: 2018/BYT - Quy chudn ky thuit quéc gia vé chét lugng nuée &n uéng, theo thong tir s6 41/2018/TT-
BYT ngay 14/12/2018 ciia Bo truong Bo Y Té.

- Chi tiéu dugc chimg nhan VLAT

Nhdn xét

- Miu 1: ¢6 cac chi tidu dat tiéu chuén tai thoi diém kiém nghiém.

- Méu 2: ¢6 c4c chi tiéu dat tiéu chudn tai thoi diém kiém nghiém.

- MAu 3: ¢6 cac chi tiéu dat tiéu chuén tai thoi diém kiém nghiém.

TRUONG LAB PHONG KY THUAT

Ty %W/W

L& Thj T6 Loan Ha Ngoc Qué



